Thermal dosimetry for bladder hyperthermia treatment.

Gerben Schooneveldta, Akke Bakker, Edmond Balidemaja, Rajiv Choprab, Johannes Crezeea, Elisabeth D. Geijsena, Josefin Hartmannnc, Maarten C.C.M. Hulshofa, H. Petra Koka, Margarethuus M. Paulidesd, Alejandro Sousa-Escandone, Paul R. Staufferf and Paolo F. Maccarinig

Abstract:

The urinary bladder is a fluid-filled organ. This makes, on the one hand, the internal surface of the bladder wall relatively easy to heat and ensures in most cases a relatively homogeneous temperature distribution; on the other hand the variable volume, organ motion, and moving fluid cause artefacts for most non-invasive thermometry methods, and require additional efforts in planning accurate thermal treatment of bladder cancer. We give an overview of the thermometry methods currently used and investigated for hyperthermia treatments of bladder cancer, and discuss their advantages and disadvantages within the context of the specific disease (muscle-invasive or non-muscle-invasive bladder cancer) and the heating technique used. The role of treatment simulation to determine the thermal dose delivered is also discussed. Generally speaking, invasive measurement methods are more accurate than non-invasive methods, but provide more limited spatial information; therefore, a combination of both is desirable, preferably supplemented by simulations. Current efforts at research and clinical centres continue to improve non-invasive thermometry methods and the reliability of treatment planning and control software. Due to the challenges in measuring temperature across the non-stationary bladder wall and surrounding tissues, more research is needed to increase our knowledge about the penetration depth and typical heating pattern of the various hyperthermia devices, in order to further improve treatments. The ability to better determine the delivered thermal dose will enable clinicians to investigate the optimal treatment parameters, and consequently, to give better controlled, thus even more reliable and effective, thermal treatments.